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Abstract—The second harmonic generation process in Peri-
odically Poled Lithium Niobate (PPLN) has been applied in
order to measure frequency of reference laser locked to acety-
lene absorption peak 12C2H2 (P13) (1533 nm) against optical
frequency synthesizer. The measurement results have been
compared to the results obtained using different techniques
for the same reference laser during the past 10 years in other
laboratories.
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1. Introduction
Accurate optical frequency standards are important tool
in various technological domains. This is most impor-
tant in high accuracy distance measurement, spectroscopy,
and recently in development of ﬁber optic telecommuni-
cations.
A new deﬁnition of meter directly related to speed of light
in vacuum and time has been proposed. It was possible
due to progress in building more accurate atomic time and
optical frequency standards. During last decades, a lot of
research has been done in the area of spectroscopy of refer-
ence materials, which can be used as a reference for optical
frequency standards. There are several practical realizations
of optical frequency standards and they were summarized
by BIPM [1]. In most cases the optical frequency stan-
dards in visible and near infrared regions are built as He-Ne
(543 nm, 633 nm) lasers locked to absorption lines of io-
dine, or DFB laser diodes locked to rubidium two-photon
transition (778 nm).
The rapid development of Dense Wavelength Division
Multiplexing (DWDM) ﬁber optic networks stimulates re-
search on optical frequency standards in wavelengths range
around 1550 nm. The best candidates to meet the increas-
ing demand on these standards seem isotopomers of acety-
lene 12C2H2 and
13C2H2 which cover wavelength range of
1520–1550 nm. The measurement accuracy at the level of
10−9–10−10 of optical frequencies of absorption lines has
been achieved in case of molecular absorption cells [2], [3].
The lasers stabilized to acetylene 13C2H2 have been put by
Consultative Committee for Length (CCL) of the Metric
Convention in 2001 into the list of radiation sources, which
realize the deﬁnition of SI meter. Especially, the P(16)
1542.384 nm absorption peak has been chosen as most ac-
curate. A lot of speciﬁc solutions have been proposed over
the years of development up to compact ﬁber-based solu-
tions [4]–[8].
The commercially available stabilized lasers oﬀer wave-
length accuracy of ±0.0001 nm in wavelength domain. In
such systems, the dithering of output signal can be observed
due to the electronic way of wavelength locking which usu-
ally is better than ±0.05 pm (±6 MHz), while the linewidth
of DFB laser diodes used in optical frequency standards is
not broader than 1 MHz.
The development of optical frequency standards stimu-
lates progress in wavelength/optical frequency measure-
ment methods and measurement equipment. In practice, the
interferometric setups, beating of laser signals, and fem-
tosecond laser comb generators are used [9]–[12]. Espe-
cially the latter ones [12] facilitate measurement of opti-
cal frequencies at highest accuracies. At the beginning, the
optical comb generators were driven by Ti:Sapphire fem-
tosecond lasers and did not cover 1550 nm wavelength re-
gion. The next generation combs based on Er-doped mode-
locked ﬁber lasers, apart from reducing cost of such system
and its complexity, gave the possibility of direct optical
frequency measurements in 1550 nm wavelength region
without the need of second harmonic generation (SHG).
Nevertheless only few laboratories oﬀer measurement of
optical frequency against comb generators in full wave-
length range.
The authors motivations was to measure frequency of their
reference laser against optical frequency comb generator
and then compare measurement results with results ob-
tained earlier using diﬀerent methods.
The application of SHG technique in case of frequency
measurement of laser emitting light in 1550 nm region
against optical frequency comb generator was reported
in [13]. In conducted experiment, in contrast to the cited
work we did not use “lab developed” technology but com-
mercially available comb generator which is installed in
Central Oﬃce of Measures (Warsaw, Poland). The tested
laser was also delivered by commercial company and its
parameters were not as good as the best of its kind. Thus,
we were particularly interested in the behavior of the device
parameters over relatively long period.
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Fig. 1. Schematic block diagram of the measurement setup.
2. Measurement Setup
In Fig. 1 the schematic block diagram of a measurement
setup is presented. The general idea of the setup was to
measure second harmonic of light emitted from the refer-
ence laser.
The object of the measurement was a reference laser locked
to acetylene reference 12C2H2 (P13) line (195580979.3711
MHz ±10 kHz, 1532.8307 nm), which might operate in
three wavelength stabilization modes: “left”, “right” and
“center”. Which mean that the laser wavelength may be
stabilized to the left or right slope of the absorption peak
or to the highest point of the absorption peak, respectively.
The manufacturer stated the laser frequency in center mode
as 195.58097 THz (1532.8304 nm ±0.0003 nm), which is
slightly diﬀerent from the reference wavelength of 12C2H2
(P13) line. On the other side of the setup the optical fre-
quency comb synthesizer FC8004 made by Menlosystems
driven with Ti:Sapphire femtosecond laser was used. It has
been designed to measure frequencies of optical signals in
visible and near infrared regions, i.e., in the wavelength
range 532–1074 nm. It is usually used for realizing deﬁni-
tion of meter and calibration of the stabilized metrological
lasers.
In order to measure 1533 nm reference laser we decided
to use second harmonic generation (SHG) technique using
Periodically Poled Lithium Niobate (PPLN) crystal to get
766.4 nm signal, which is in the measurement range of the
optical frequency comb synthesizer. Similar solution has
been reported in case of 1542 nm laser stabilized to P(16)
absorption line of 13C2H2 [13].
In our case the maximum output power of the reference
laser was only 0.5 mW, which is too low to achieve ef-
fective frequency conversion in PPLN crystal. Its eﬃcien-
cy is only 0.5%. As a solution for low power problem,
an Erbium Doped Fiber Ampliﬁer (EDFA) was applied.
Furthermore, the optical frequency synthesizer can mea-
sure optical signals only with power greater than 100 µW.
Taking this limitation into account as well as losses caused
by reﬂections and light launching into the optical ﬁbers
the maximum output power of EDFA has to be greater
than 23 dBm.
The frequency conversion is possible only when the phase
matching condition of pump signal and second harmonic
signal is fulﬁlled. This condition strongly depends on po-
larization of input signal and temperature of PPLN crystal.
For that reason the polarization controller and dedicated
thermally controlled oven has been used (Fig. 1).
The maximum conversion eﬃciency can be achieved when
the focusing conditions of optical beam fulﬁls the Boyd and
Kleinman requirement: L/b = 2.84, where L is the crystal
length and b is the confocal parameter. Our optical setup
was close to this condition. The PPLN crystal was rela-
tively long (i.e. 40 mm) with input aperture 0.5×0.5 mm.
This implicated precise optomechanical setup elements in
order to properly focus and adjust the laser beam. Our
setup delivers 0.5 mW of converted power, which is enough
to be measured with optical comb (frequency synthe-
sizer).
In Figs. 2 and 3 a photo and block diagram of setup of the
optical frequency synthesizer are shown, respectively.
Fig. 2. Photo of optical frequency synthesizer.
The main advantage of the comb synthesizer is an eﬃcient
technique of locking of the fr repetition frequency and fo
oﬀset frequency. Both parameters are synchronized with
cesium clock and subsequently phase locked by controlling
the cavity length and the pump power. An example of
spectrum of the optical frequency synthesizer is shown in
Fig. 4.
The f0 frequency is deﬁned according to following formula:
2 fn− f2n = 2( fo + n fr)− ( fo−2n fr) = fo , (1)
where: fn – frequency of the synthesizer n-mode, f2n – fre-
quency of the synthesizer 2n-mode, fo – oﬀset frequency,
n – integer number, fr – repetition rate.
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Fig. 3. Block diagram of the optical frequency synthesizer.
Fig. 4. Frequency synthesizer spectrum example. (See color
pictures online at www.nit.eu/publications/journal-jtit)
The reference frequency signal from the cesium clock al-
lows achieving a relative uncertainty at the level of 10−13.
3. Results
The raw measurement results in frequency and wavelength
domains of the reference laser after frequency doubling
recorded during almost 2.5 h session are presented in Fig. 5.
The corresponding Allan deviation is plotted in Fig. 6. The
tested laser was operating in the ”left” mode which, as men-
tioned earlier, means that it was stabilized on the left slope
of the absorption peak. In this mode the smallest frequency
dithering is observed, and it is smaller than in case of sta-
bilization to the highest point of the absorption peak.
The mean value of frequency and wavelength of the sta-
bilized laser for all operating modes obtained during this
experiment (year 2016) as well as the measurement results
of the same laser obtained from other laboratories over the
past ten years are presented in Table 1.
Over mentioned decade three diﬀerent measurement meth-
ods have been applied in order to verify the laser’s fre-
quency stability, namely: imposition of signals from our
laser with higher accuracy laser, interferometric method,
and method presented here based on optical frequency
comb synthesizer.
In 2006 the method of imposition of signals from our laser
with higher accuracy laser locked to the same absorption
line of acetylene 12C2H2 and measurement of beat signal
has been applied. The uncertainty of mean frequency mea-
surement results was ±2.8 MHz for “center” and “right”
laser operating mode and ±2.0 MHz for “left” laser oper-
ating mode.
In 2011 and 2014 the laser has been compared with primary
wavelength standard 1542 nm – acetylene 13C2H2 stabilized
laser using interferometric method – absorption line P(16).
The uncertainty of mean frequency measurement results in
2011 were ±1.3, ±7.3, and ±8.9 MHz for “centre”, “left”,
and “right” operation modes, respectively. Similarly, the
uncertainty of mean frequency measurement results in 2014
were ±3.5, ±8.4, and ±8.4 MHz for “centre”, “left”, and
“right” mode of operation, respectively.
Finally, in 2016 the measurement results, which are the
subject of this work, have been obtained. The relative ex-
panded uncertainty of the mean frequency measurement
results were Uw = ±3.5 MHz for all operating modes of
the tested laser.
The reported expanded uncertainties in all cases were stated
as the standard uncertainties multiplied by the coverage fac-
tor k = 2, which corresponds to a coverage probability of
approximately 95%.
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Fig. 5. Frequency of stabilized laser (operating in the “left” mode).
Table 1
Summary of calibration results
Laser stabilization
Unit
Year of measurement
mode 2006 2011 2014 2016
Left
λ [nm] 1532.827839 1532.827880 1532.827921 1532.827880
f [MHz] 195,581,297.8 195,581,292.5 195,581,287.4 195,581,292.6
Right
λ [nm] 1532.832912 1532.832856 1532.832829 1532.832867
f [MHz] 195,580,650.5 195,580,657.7 195,580,661.0 195,580,656.2
Center
λ [nm] 1532.830387 1532.830390 1532.830410 1532.830378
f [MHz] 195,580,972.6 195,580,972.2 195,580,969.8 195,580,973.8
Fig. 6. Allan deviation of frequency measurement of stabilized
laser (operating in the “left” mode).
The environmental conditions of the measurements were
well controlled in all cases in the range 23.0 ±0.4◦C in
2006, 20.0 ±1.0◦C in 2011 and 2014, and 23.0 ±0.5◦C in
2016. Inﬂuence of the temperature on absorption peak has
been investigated previously [3] and is relatively small and
less than ±100 Hz.
It has to be noticed that the reported dominant uncertainty
component was a result of laser modulation, which caused
frequency excursions as large as 10 MHz in the worst cases.
The results summarized in this paper can be treated in the
sense of interlaboratory comparison. All three methods
were applied by highest-level laboratories, which oﬀer un-
certainties as good as ±10 kHz. So, in order to investigate
accuracy of the methods or its application in particular lab-
oratories the better comparison object is needed.
4. Conclusions
The frequency of a laser locked to the absorption line (P13)
of acetylene 12C2H2 against optical frequency comb synthe-
sizer was evaluated. Namely, the signal from the stabilized
laser has been ampliﬁed, its frequency doubled using sec-
ond harmonic generation process in PPLN, and ﬁnally its
stability compared against the frequency generated by the
comb synthesizer
Conducted experiments showed that the wavelength accu-
racy of the stabilized laser is better than ±0.0003 nm (ca.
±38 MHz), which complies with the parameters stated by
its manufacturer. Judging upon available literature we can
state that the main advantages of the measuring method in-
volving optical frequency comb synthesizer are the direct
reference to atomic frequency standards (high accuracy)
and wide range of the measurable wavelengths (high ﬂexi-
bility).
Moreover, the diﬀerences in results obtained from all the
laboratories for the past 10 years are within uncertainty
ranges, which also indirectly conﬁrms the validity of used
91
Tomasz Kossek, Dariusz Czułek, and Marcin Koba
Fig. 7. Comparison of measurement results of laser wavelength (“center” mode), solid line represents reference frequency
195,580,979.3711 MHz of absorption line of P(13) 12C2H2, dashed line represents declared by manufacturer frequency of measured
laser 195.58097 THz.
Fig. 8. Comparison of measurement results of laser wavelength (“right” mode).
Fig. 9. Comparison of measurement results of laser wavelength (“left” mode).
approach and methods. In general, the inﬂuence of pres-
sure or temperature on operation of a stabilized laser with
absorption cells has been investigated by many laborato-
ries, but in relatively short periods of time. Nevertheless,
according to our knowledge, the long term stability of such
lasers, which is an important issue in case of using it
as a wavelength standard for calibration of measurement
equipment, has not been presented in such a long time-
scale. The outcomes broaden the information on aging
eﬀects of the device and might allow the user to prolong
the recalibration period.
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